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Abstract. The feasibility of air-coupled ultrasound trans-
ducers to detect laser-induced ultrasound from artificial
blood vessels embedded in an optically scattering phan-
tom is demonstrated. These air-coupled transducers allow
new applications in biomedical photoacoustic imaging
where contact with tissue is not preferred. One promising
application of such transducers is the addition of photoa-
coustic imaging to the regular x-ray mammographic
screening procedure. © 2010 Society of Photo-Optical Instrumentation
Engineers. DOI: 10.1117/1.3491113
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1 Introduction
Photoacoustic imaging is a novel imaging modality based on
the use of laser-generated ultrasound by optically absorbing
structures. Due to its ability to visualize increased hemoglobin
concentrations, photoacoustic imaging is being explored as a
noninvasive method to detect the vascularization of tumors.1–4
Photoacoustic mammography PAM5–7 is a new approach in
the detection of breast cancer that is based on laser-induced
ultrasound originating from invasive tumors containing more
hemoglobin than in normal tissue due to extensive
neovascularisation.8
Detection of laser-induced ultrasound is in general carried
out by using piezoelectric transducers in combination with an
ultrasonic coupling medium to avoid the large acoustic im-
pedance mismatch between tissue and air. The need for this
coupling medium makes application of photoacoustic imaging
more complicated in cases where direct contact with the tissue
has to be avoided, or in cases where one wants to combine
photoacoustic imaging with other imaging modalities. A
promising example where photoacoustic imaging can add ad-
ditional information to existing imaging techniques is mam-
mographic breast cancer screening.
Although mammographic breast cancer screening is an un-
disputed factor in the reduction of breast cancer mortality, the
way to screen9 starting age, screening interval and the nega-
tive side effects like false positive test results are still causing
1083-3668/2010/155/055011/4/$25.00 © 2010 SPIESeptember/October 2010  Vol. 1551
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Jebates in scientific society.10 The appraisal of these negative
ide effects can differ strongly between countries, where re-
all rates can vary by a factor 10 with no clear effects on
etection.11
Although considered very successful in screening, x-ray
ammography is a far from perfect diagnostic modality. Even
n a country like the Netherlands with extremely low recall
ates percentage of women called back for a diagnostic mam-
ogram after the first x-ray screening, in every six recalls
ve are false positives,12,13 which cause a lot of stress and
nnecessary anxiety. Recall is attributed to the inherent weak-
ess of the x-ray contrast mechanism, the lack of contrast
etween normal fibroglandular and malignant tissue, which
adiologists in the screening have to cope with. Since the
urpose of screenings is to find early-stage tumors before they
ause symptoms in a normal and healthy population, radiolo-
ists are looking for these small and often subtle mammo-
raphic signs. None of the false-positive mammographic ab-
ormalities show any degree of neovascularisation like
nvasive breast cancer.8
On the other hand, PAM has potentially the ability to de-
ect increased vascularizations, and therefore PAM can assist
he radiologist in the detection of these tumors.
Since we know that even large tumors can remain hidden
rom x-ray mammography in dense breast tissue, an increased
hotoacoustic signal due to increased hemoglobin concentra-
ions in absence of any mammographic abnormality might
rigger the radiologist to have a second look or a follow-up
xamination.
Combining photoacoustic imaging with x-ray screening of
reast cancer will add additional information to this proce-
ure. A combined x-ray and ultrasound system for therapy
as developed by Novak et al., which shows that a combina-
ion of x-ray and ultrasound is feasible.14 A disadvantage of
urrent detectors used in photoacoustic imaging is that they
eed to be in contact with the tissue directly or via an ultra-
onic coupling medium water, or gel, which makes integra-
ion in a standard x-ray screening procedure more compli-
ated and more time consuming.
Attempts toward noncontact detection of laser-induced ul-
rasound that are reported in the literature were based on op-
ical detection of tissue-surface displacement.15,16 However,
hese systems put requirements on the tissue surface as well as
tability of the entire detection system. A solution to this can
e found in the use of air-coupled ultrasound transducers used
or noncontact material characterization17–19 and biomedical
pplications such as burn-depth estimation.20 We hypothesize
hat when these transducers can be used to detect photoacous-
ic pressure transients, they can be integrated in an x-ray
ammography system to obtain additional information, with-
ut any interference with the mammographic procedure or the
esulting image quality. The obtained information can be very
seful in obvious mammographic abnormalities, but also and
specially when an abnormal photoacoustic signal is received
n an apparently normal mammogram, thereby theoretically
mproving the sensitivity and specificity of the mammo-
raphic screening test.ournal of Biomedical Optics 055011-
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In this study the feasibility of using air-coupled ultrasound
ACU transducers to detect photoacoustic signals has been
studied in tissue-mimicking phantoms.
An artificial blood vessel made of a silicon rubber tube
with an inner diameter of 4 mm was filled with human blood
anti-coagulated with EDTA. This artificial blood vessel was
immersed in a 1% Intralipid-20% dilution with a reduced op-
tical scattering coefficient of 0.14 mm−1 at a wavelength of
1064 nm21 and an optical absorption coefficient of
0.015 mm−1. The vessel was positioned in a glass container
and illuminated through the wall of the container, while de-
tection was carried out above the fluid surface. Laser light at
a wavelength of 1064 nm was applied, as hemoglobin in
blood has sufficient absorption at this wavelength to generate
photoacoustic signals. A pulse energy of 200 mJ/pulse pulse-
to-pulse stability better than 5% was used with a repetition
rate of 10 Hz and a pulse duration of 10 ns Quanta Ray
DCR-3, Spectra Physics, Newport Corporation, Irvine, Cali-
fornia. The laser light had to travel over a distance of 35 mm
through the Intralipid suspension to reach the artificial blood
vessel. The laser beam was expanded to illuminate an area of
about 10 cm2, which resulted in an energy density at the in-
terface of about 20 mJ /cm2. A schematic drawing of the
setup is shown in Fig. 1.
Laser-generated ultrasound originating from the artificial
blood vessel and propagating through the Intralipid solution
reaches the liquid/air interface. Due to the high acoustic im-
pedance Z mismatch between the solution Z=1.6 MRayl
and the air Z=0.0004 MRayl, only a small fraction of
acoustic energy −30 dB enters the air gap. This signal is
detected by an unfocused air-coupled ultrasonic piezotrans-
ducer, which is supplied with a matching layer to reduce the
impact of the high acoustic impedance mismatch between the
transducer surface and the ambient air from −43 dB to ap-
proximately −33 dB. Two types of transducers have been
used: one with sensor elements from the Murata Piezotite se-
ries 200 kHz, and one with Ferroperm Kvistgaard, Den-
mark Soft Piezoceramics and a polymer layer 1 MHz.19
The first type had a central frequency of 200 kHz, −6-dB
Fig. 1 Schematic drawing of the experimental setup: an artificial
blood vessel with an internal diameter ID of 4 mm is placed in a
glass container filled with an Intralipid suspension. The artificial blood
vessel was illuminated through the wall of the glass container, and the
generated photoacoustic signals were detected with an air-coupled
ultrasound transducer placed approx. 7.5 mm above the Intralipid
interface.September/October 2010  Vol. 1552
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Jandwidth of 50 kHz, and an active diameter of 9 mm. The
econd type had a central frequency of 1 MHz, −6-dB band-
idth of 90 kHz, and a 19-mm active diameter. The trans-
ucer transformed the acoustic signal into an electric signal,
nd the latter is amplified by 60 dB using a homemade ul-
ralow noise amplifier. The flatness of the amplifier response
as better than 0.6 dB in the frequency band of interest
200 kHz to 1 MHz.
The distance between the ultrasonic receiver and the In-
ralipid solution was approximately 7.5 mm.
The nonprocessed time traces from the air-coupled trans-
ucers were digitized by a dual-channel oscilloscope
100 MSamples /sec, TDS-220, Tektronix, Beaverton, Or-
gon and were stored on a laptop computer.
Results
he photoacoustic time traces recorded by the noncontact
ransducers were averaged 512 times. The resulting averaged
ime traces are shown in Fig. 2. The photoacoustic signal
ppears as a burst, with an onset occurring at a time of 42 s
fter the laser pulse. This value is in agreement with the ex-
ected time of flight: to reach the air-coupled transducer, the
hotoacoustic signal had to travel through 30 mm of In-
ralipid suspension, which corresponds to a time delay of
0 s the speed of sound in the 1%-Intralipid-20% suspen-
ion was measured to be 1495 m /s at 25 °C, and an air gap
ig. 2 Photoacoustic time traces from an artificial blood vessel with
n inner diameter of 4 mm, recorded with air-coupled ultrasound
ransducers with a center frequency of 200 kHz and 1 MHz.ournal of Biomedical Optics 055011-
Downloaded from SPIE Digital Library on 28 Sep 2010 to 1with a dimension of 7.5 mm, which corresponds to a time
delay of 22 s assuming a speed of sound in air of 345 m /s
at 25 °C.
The quasi-equal signal levels of the measurements by the
noncontact transducers with a different center frequency have
a purely coincidental nature. The explanation is found in the
intrinsic broad but nonflat frequency spectrum of the photoa-
coustic signal and the differences in sensitivity, bandwidth,
and active surface of the transducers.
The signal-to-noise ratio SNR, defined as the ratio of the
rms value of the burst to the rms value of the noise, was 16.8
in the case of the 1-MHz transducer and 16.3 for the 200-kHz
transducer. Assuming a SNR improvement of 512=22.6, the
original signal had a SNR of about 0.72, and at least two
averages of the photoacoustic time traces i.e., two laser
pulses are required to achieve a SNR of 1.
As can be observed in Fig. 2, the noise characteristics of
the two sensors are different. This noise is mainly determined
by the impedance characteristics of the piezoceramic in com-
bination with the amplifier properties. Since the transducers
used have a different design and operate in a different fre-
quency domain, the noise characteristics are different.
4 Discussion
To our knowledge, air-coupled ultrasound transducers have so
far not been used to detect photoacoustic signals in biomedi-
cal applications, which can be attributed to the large acoustic
mismatch at the tissue-air interface of about 4 orders of mag-
nitude. This acoustic mismatch allows only a fraction about
0.1 % of the ultrasound to be transmitted to the air, which is
not only a problem in industrial nondestructive testing NDT
techniques18 but also in potential biomedical applications.
Nevertheless, we have shown that the sensitivity of the air-
coupled ultrasound transducers is sufficient to detect photoa-
coustic signals generated by an artificial blood vessel. These
signals were detected at a distance of 7.5 mm above the phan-
tom interface, which in practice allows for noncontact scan-
ning over a tissue surface in case an image has to be obtained.
Larger distances are possible; however, significant signal
losses due to acoustic energy absorption in air and wave di-
vergence should be taken into account. While wave diver-
gence is determined by the complex morphologic nature of
the unknown source, the acoustic energy absorption can well
be estimated. Typically, a 1-MHz wave experiences an attenu-
ation of 1.6 dB per cm in air.22
The attenuation expressed in decibels scales with about the
frequency squared. This means that for the detection of higher
frequencies, smaller air gaps have to be used. In this work, we
have shown that signals with a frequency content up to
1 MHz can be detected. This corresponds to photoacoustic
sources with a diameter larger than 1.5 mm,23 which is al-
ready sufficiently small for mammographic breast cancer
screening.
A drawback of the air-coupled transducers is the limitation
on the frequency bandwidth, which determines the duration of
the detected photoacoustic pressure burst. As is observed in
Fig. 2, the duration of the detected ultrasound burst is about
12 s in the case of the 1-MHz transducer and 39 s in case
of 200-kHz transducer, while in contact mode using a broad-
band transducer, a bipolar signal with a peak-to-peak time ofSeptember/October 2010  Vol. 1553







































Kolkman et al.: Feasibility of noncontact piezoelectric detection of photoacoustic signals in tissue-mimicking phantoms
J.33 s would have been detected.23 This long burst length
imits the axial resolution of the photoacoustic imaging sys-
em in the case of the 200-kHz transducer to 13 mm and in
he case of the 1-MHz transducer to 4 mm. However, the
atter might be improved by using signal processing algo-
ithms such as deconvolution with the impulse response of the
ransducer. Furthermore, air-coupled transducers are subjects
f permanent product improvement with bandwidth and sen-
itivity as main concerns.24
Since we demonstrated that air-coupled detection of pho-
oacoustic signals from absorbers hidden in turbid media is
easible, this allows for integration of photoacoustic detection
n the x-ray mammographic screening procedure without in-
erfering with the standard screening procedure and image
uality. During the time that the x-ray mammogram is being
aken, the breast is illuminated with pulsed light and the air-
oupled transducers can be used to detect the presence of
alignant tissue by the presence of enlarged blood concentra-
ions due to increased vascularization.
At this moment, the available air-coupled transducers are
onfocused, which makes obtaining an image complicated.
owever, combination of the signals of the various air-
oupled transducers will enable a rough localization of the
nlarged blood concentrations of T1 tumors smaller than
cm in diameter. Being able to predict the presence of these
uspicious regions in one of the four quadrants of the breast
ill add useful information to the mammographic screening
rocedure.
Other research groups are working on the development of
ir-coupled arrays.25,26 In the future, this might extend our
roposed photoacoustic screening procedure to obtain a com-
lete photoacoustic image of the breast.
In conclusion, we demonstrate the feasibility of air-
oupled ultrasound transducers to detect photoacoustic signals
n biomedical applications, which opens new possibilities of
combined imaging with other modalities such as x-ray mam-
ography. Besides application in photoacoustic mammo-
raphic screening, air-coupled detection of photoacoustic sig-
als allows for a variety of applications, especially in
ituations where contact with the tissue via ultrasound match-
ng gel is not desired, such as measurements on burn wounds.
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